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Abstract. Currently, laser fluence calibration is typically required for quantitative measurement of particle con-
centration in photoacoustic imaging. Here, we present a calibration-free method to quantify the absolute particle
concentration by statistically analyzing photoacoustic signals. The proposed method is based on the fact that
Brownian motion induces particle count fluctuation in the detection volume. If the count of particles in the detec-
tion volume is assumed to follow the Poisson distribution, its expected value can be calculated by the photo-
acoustic signal mean and variance. We first derived a theoretical model for photoacoustic signals. Then, we
applied our method to quantitative measurement of different concentrations of various particles, including
red blood cells. Finally, we performed in vivo experiments to demonstrate the potential of our method in biological
applications. The experimental results agreed well with the predictions from the theoretical model suggesting
that our method can be used for noninvasive measurement of absolute particle concentrations in deep tissue
without fluence calibration. © 2014 Society of Photo-Optical Instrumentation Engineers (SPIE) [DOI: 10.1117/1.JBO.19.3.037001]
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1 Introduction
Over the past few years, photoacoustic microscopy (PAM) has
been proven to be capable of structural, functional, molecular,
and metabolic imaging.1–4 In PAM, the object is illuminated by
a short-pulsed laser beam. Following the absorption of light, the
increased temperature generates an initial pressure rise, which
propagates as photoacoustic (PA) waves and is detected by
an ultrasonic transducer.5 Because the initial pressure is directly
proportional to the absorbed optical energy density Að~rÞ
(J · m−3) in the tissue, which is the product of the optical fluence
Fð~rÞ (J · m−2) and the optical absorption coefficient μað~rÞ
(m−1), multiwavelength PA measurements can provide spectral
information of optical absorption. Moreover, because it is essen-
tially background free for blood-vessel imaging, PAM has better
imaging contrast than other back-scattering-based optical imag-
ing modalities. So far, PAM has shown its viability in detecting
many intrinsic contrasts in biological tissues, such as hemoglo-
bin,6 bilirubin,7 DNA and RNA in nuclei,8 lipid,9 cytochromes,10
and melanin.11 To obtain the intrinsic contrast property μað~rÞ,
we need to compensate for the extrinsic quantity Fð~rÞ. How-
ever, the optical fluence is usually unknown because of the
light attenuation in tissue.12 Therefore, it is generally challeng-
ing to provide quantitative PA studies of, for example, oxygen
metabolism.
Currently, the optical fluence Fð~rÞ can be compensated for
either invasively13 or noninvasively.14–17 In the invasive method,
an optical absorber with a priori known absorption spectrum
is placed close to the target of interest and used as a reference.
PA amplitude from the target of interest is normalized by the
measured PA amplitude of this reference absorber. A noninva-
sive method involves solving both optical diffusion and PAwave
equations. However, the inverse problems are computationally
intensive and ill-posed due to optical diffusion. In another non-
invasive method, the temporal profiles of PA signals are used to
determine the absolute absorption coefficient.18–21 However,
the acoustic attenuation and the limited bandwidth of the trans-
ducer may distort the PA signals. Thus, the direct fitting method
may be inaccurate. To avoid this issue, our group has proposed
to use acoustic spectra to determine the absolute absorption
coefficient.22,23
In this paper, we present another quantitative approach to
measure absolute absorber concentrations by statistical analyses
of PA signals. To obtain a fluence-independent detection, the
particle count in the detection volume needs to be small enough
so that PA signal fluctuation due to the particle Brownian motion
is dominant compared to other fluctuating sources, such as laser
intensity fluctuation, electronic thermal noise, and photon shot
noise. This method is analogous to fluorescence correlation
spectroscopy and dynamic light scattering (also known as pho-
ton correlation spectroscopy). The former has been widely used
to measure the fluorescence intensity fluctuations, while the
latter has been used to measure the scattered light intensity
fluctuations.
The paper is organized as follows. We first developed a
model to describe the relationship between the measured PA sig-
nal and the particle count. The principle was then demonstrated
experimentally. After samples of varied microsphere concentra-
tions were studied, red blood cells (RBCs) were measured to
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show that our method can be applied to biological samples.
Finally, we performed in vivo experiments to demonstrate the
potential of our method in biological applications.
2 Methods and Materials
Particle fluctuation in a detection volume caused by Brownian
motion is governed by Poisson distribution.24 Thus, the variance
of the particle count (Np) equals its mean, i.e.,
VarðNpÞ ¼ EðNpÞ; (1)
where VarðÞ denotes the variance and EðÞ denotes the mean.
Fluctuations of the particle count contribute to the PA signal
fluctuations, which were assessed with multiple laser pulses.
However, other sources could also lead to fluctuations in the
PA signal, such as laser intensity fluctuation, electronic thermal
noise, and photon shot noise. Because the photon shot noise is
much smaller than the electronic thermal noise in PAM, it can be
ignored. In a typical PA system, a photodiode (PD) is used to
compensate for the laser pulse energy fluctuations. A beam sam-
pler is used to extract a small portion of light into PD, while the
remaining light illuminates the sample. The output of photo-
diode amplitude (APD) can be expressed as
APD ¼ kPDRNph þ nPD; (2)
where kPD is the efficiency of conversation from photons to volt-
age, R is the percentage that light reflects from the beam sam-
pler, Nph is the photon count of the incident light, and nPD is the
PD electronic thermal noise after the mean value is subtracted.
The photon count fluctuation is typically specified as a few per-
cent of average pulse energy, hence the variance of photon count
fluctuation can be assumed to be proportional to the square of
mean photon counts:
VarðNphÞ ¼ α2E2ðNphÞ; (3)
where α denotes the photon count fluctuation coefficient.
Parameter α is a property of the laser but it can be controlled
to some extent by discarding laser pulses outside of the predeter-
mined range of pulse energies.
Because the thermal noise is zero-mean, the mean and vari-
ance of APD are derived from Eq. (2) as
EðAPDÞ ¼ kPDREðNphÞ; (4)
VarðAPDÞ ¼ k2PDR2VarðNphÞ þ VarðnPDÞ: (5)
Based on Eqs. (4) and (5), we have
VarðAPDÞ ¼ α2E2ðAPDÞ þ VarðnPDÞ: (6)
Equation (6) shows a parabolic relationship between
VarðAPDÞ and EðAPDÞ.
Similar to the analysis of PD, the PA amplitude (APA) can be
expressed as
APA ¼ kPANpTNph þ nPA; (7)
where kPA is a constant factor including Grueneisen parameter,
heat conversion percentage, absorption cross section, and other
minor contributors; Np is the particle count inside the detection
volume; T is the percentage that light transmits through the
beam sampler; and nPA is the electronic thermal noise of the
ultrasonic transducer. Note that Rþ T is slightly less than
unity due to absorption and scattering loss.
Based on Eq. (7), the mean and the variance of APA are
EðAPAÞ ¼ kPAEðNpÞTEðNphÞ; (8)
VarðAPAÞ ¼ k2PAVarðNpTNphÞ þ VarðnPAÞ
¼ k2PAT2½VarðNpÞE2ðNphÞ þ VarðNphÞE2ðNpÞ
þ VarðNpÞVarðNphÞ þ VarðnPAÞ: (9)
Substituting Eq. (1) into Eq. (9), we have
VarðAPAÞ ¼ k2PAT2½EðNpÞE2ðNphÞ þ VarðNphÞE2ðNpÞ
þ EðNpÞVarðNphÞ þ VarðnPAÞ
¼ k2PAT2½EðNpÞE2ðNphÞ þ ðE2ðNpÞ
þ EðNpÞÞα2E2ðNphÞ þ VarðnPAÞ: (10)
When EðNpÞ ≫ α−2, we have
VarðAPAÞ ≈ k2PAE2ðNpÞα2T2E2ðNphÞ þ VarðnPAÞ
¼ α2E2ðAPAÞ þ VarðnPAÞ: (11)
The ratio between the mean squared and the variance of APA
is the power-based signal-to-noise ratio (SNR):
SNRPA ¼
E2ðAPAÞ
VarðAPAÞ
¼ ðkPAEðNpÞTEðNphÞÞ
2
k2PAT
2½EðNpÞE2ðNphÞ þ ðE2ðNpÞ þ EðNpÞÞα2E2ðNphÞ þ VarðnPAÞ
: (12)
Defining SNRth ¼ E
2ðAPAÞ
VarðnPAÞ, and substituting it into Eq. (12),
we have
1
SNRPA
¼ 1
EðNpÞ
þ

1þ 1
EðNpÞ

α2 þ 1
SNRth
¼ ð1þ α2Þ 1
EðNpÞ
þ 1
SNRth
þ α2: (13)
Since α2 ≪ 1 we get
1
SNRPA
≈
1
EðNpÞ
þ 1
SNRth
þ α2: (14)
Equation (14) can be discussed in two different cases.
In case 1, when particles are dense enough so that EðNpÞ≫ α−2.
we have
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1SNRPA
≈
1
SNRth
þ α2: (15)
SNRPA approaches α−2 when SNRth increases. In case 2,
when particles are sparse enough so that EðNpÞ≫ α−2, we have
1
SNRPA
≈
1
EðNpÞ
þ 1
SNRth
: (16)
SNRPA approaches EðNpÞ when SNRth increases. Using
Eq. (16) or more generally Eq. (14), one can measure the
expected value of the absolute particle count. In addition, if
EðNpÞ ≪ SNRth, Eq. (16) reduces to
SNRPA ≈ EðNpÞ: (17)
Thus, the measurement outcome is independent of the laser
fluence. Although our model is derived for static particle
suspension, it is also valid for flowing particles because the
temporal statistics of particle count fluctuations in a static
medium are equivalent to the spatial statistics of the particle
count fluctuations in a flowing medium.24
We validated this idea using our optical-resolution PAM
(OR-PAM) system shown in Fig. 1.25 A tunable dye laser
(CBR-D, Sirah, GmbH, Grevenbroich and Germany), pumped
by a Nd:YLF laser (INNOSAB, Edgewave, GmbH, Würselen
and Germany) at a 1 kHz pulse repetition rate, provides nano-
second laser pulses. The laser beam is filtered by a 50-μm diam-
eter pinhole and focused into the sample by a microscope
objective lens (numerical aperture is 0.1). An acoustic-optical
beam combiner, composed by two prisms sandwiching a
layer of silicone oil, provides the acoustic-optical coaxial
alignment. Acoustic detection is achieved with an ultrasonic
transducer (V214-BC, Panametrics-NDT, Inc., Waltham) and
a spherically focused acoustic lens, which is placed confocally
with the optical objective lens. The detected PA signal is then
amplified, digitized, and stored. Unlike confocal and two-
photon microscopy, depth scanning is not needed in OR-PAM
for volumetric imaging. A three-dimensional image is obtained
by raster scanning the sample and piecing together the depth-
resolved one-dimensional images (A-lines). So far, this OR-
PAM system has achieved a lateral resolution of ∼5 μm and
an axial resolution of ∼15 μm with an imaging depth of
∼1 mm.25 Thus, the detection volume is about 500 μm3
based on 1∕e excitation beam width. In all experiments, plastic
tubing with inner diameter of 300 μmwas used to flow the liquid
sample. A fast flow speed of 9 mm∕s was applied to the fluid in
the tubing to avoid potential heat aggregation or photobleach-
ing, and to make sure the multiple PA signals were completely
independent.
To calculate VarðAPAÞ and EðAPAÞ, for each particle count,
we measured 1500 A-lines with the same incident laser energy.
Representative A-lines and corresponding PA amplitudes are
shown in Figs. 2(a) and 2(b), respectively. Thus, VarðAPAÞ
and EðAPAÞ can be obtained by calculating the variance and
mean of the PA amplitudes. The background of each A-line
inside the dashed box in Fig. 2(a) was used to calculate the elec-
tronic thermal noise nPA. Then we tuned the neutral density fil-
ter, shown in Fig. 1, to change the incident laser energy. Thus,
different SNRPA and SNRth could be obtained. Meanwhile, for
each PA A-line, we monitored the incident energy by using
a PD. Similarly, we could also calculate VarðAPDÞ and EðAPDÞ
after 1500 measurements. By selecting PA A-lines with corre-
sponding EðAPDÞ only in a predetermined range, the photon
count fluctuation α can be controlled. If EðNpÞ ≪ α−2, the abso-
lute particle count can be quantified based on Eqs. (16) or (17).
Lysed bovine blood was used for the experiment with large
particle counts. It is estimated that there are about one billion
hemoglobin molecules in the detection volume,26 which satisfies
the condition that EðNpÞ is much larger than α−2 for Eq. (15).
For small particle counts, defibrinated whole bovine blood was
used instead for the experiment. In whole blood, RBCs, instead
of hemoglobin molecules, constitute the particles moving in and
out of the detection volume. Since there are only a few RBCs
in the detection volume, EðNpÞ will be much smaller than α−2,
satisfying the condition for Eq. (16).
To demonstrate quantitative particle count measurement, we
prepared samples with different particle concentrations. Since
we require that particle count fluctuation be dominant in the
PA signal fluctuation, two different sizes of red dyed micro-
spheres were used to make the samples: a 0.5-μm diameter
particle with a stock concentration of ∼3.64 × 1011 particles
per milliliter (2.5% w/w), and a 1-μm diameter particle with
a stock concentration of ∼4.55 × 1010 particles per milliliter
(2.5% w/w). The smaller particle stock solution was diluted
by two and four times, while the larger particle stock solution
was diluted to eight and 16 times the stock concentration of the
smaller particle solution.
We used defibrinated bovine blood in two experiments: an ex
vivo experiment and an in vivo mimicking experiment. For the
ex vivo experiment, defibrinated bovine blood with four differ-
ent concentrations was prepared. The original undiluted defib-
rinated bovine blood (150 g∕L) was serially diluted to 3/4, 1/2,
and 1/4 of the original concentration. Since there were too few
RBCs in the original resolution voxel of OR-PAM, we increased
the detection volume to 1.2 × 10−5 mm3 by defocusing the light
Fig. 1 Optical-resolution photoacoustic microscopy schematic. BS,
beam splitter; ConL, condenser lens; CorL, correction lens; EP, eye-
piece; ND, neutral density filter; OL, objective lens; PD, photodiode;
PH, pinhole; RAP, right-angle prism; RhP, rhomboid prism; SOL,
silicone oil layer; UT, ultrasonic transducer; and WT, water tank.
Fig. 2 Representative PA signals (a) and PA amplitudes (b) of multi-
ple A-lines with the same incident laser energy for each particle count.
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beam. For the simulated in vivo experiment, the original undi-
luted defibrinated bovine blood (150 g∕L) was serially diluted
to 1/2 and 1/4 of the original concentration.
3 Results
3.1 Model Demonstration
Based on Eqs. (6) and (11), VarðAPDÞ and VarðAPAÞ paraboli-
cally depend on EðAPDÞ and EðAPAÞ, respectively. In addition,
EðAPAÞ should be proportional to EðAPDÞ. In the experiment
using lysed bovine blood, the result shows a clear parabolic rela-
tionship between VarðAPDÞ and EðAPDÞ [Fig. 3(a)]. The photon
count fluctuation coefficient α was fitted to be 5.67%, close to
the laser specification. The similar result between VarðAPAÞ and
EðAPAÞ is shown in Fig. 3(b). The coefficient α was fitted to be
5.76%, very close to the one for PD. In addition, Fig. 3(c) shows
that there is a good linearity between EðAPAÞ and EðAPDÞ.
As mentioned above, we can regroup the laser pulses based
on the PD readings. By doing this, the laser intensity fluctuation
coefficient α can be artificially controlled to a predetermined
value. Figure 4(a) shows that with large particle counts,
SNRPA is dominated by the light fluctuations when SNRth
increases, consistent with Eq. (15). Here, the neutral density fil-
ter was adjusted to change the laser fluence and thus to change
the SNRth. On the other hand, when the particle counts are small
in the detection volume, the measurement results with high
SNRth only rely on the particle counts [Figs. 4(b)–4(d)], consis-
tent with Eq. (16). Although the photon count fluctuation coef-
ficients are varied, the measurement results stay the same. Thus,
the fluence-independent measurement is achieved with the con-
ditions of high SNRth and small particle counts.
3.2 Measurement of Particle Counts
Next, we applied our method to quantitatively measure five dif-
ferent particle concentration samples. Figure 5(a) shows mea-
sured results with five different preset particle counts of 440,
220, 110, 55, and 27 in the detection volume. The experimental
results agree well with the preset values. In addition, we
observed that the measured particle count does not change with
the laser fluence any longer when the SNRth is high enough. The
fitted coefficient EðNpÞ in the model was used to quantify the
absolute particle count for each sample. As shown in Fig. 5(b),
the experimental results agree well with the preset particle
counts in the detection volume.
3.3 Measurement of RBC Counts Ex Vivo
We also measured RBCs to validate the feasibility of our method
in biological applications. Figure 6(a) illustrates the measured
results with the fitting curve for four different preset RBC counts
Fig. 3 Relationships between (a) VarðAPDÞ and EðAPDÞ, (b) VarðAPAÞ and EðAPAÞ, (c) EðAPAÞ and EðAPDÞ
as estimated from the experimental data. Fitting equation for (a): VarðAPDÞ ¼ α2 × E2ðAPDÞ þ 2631,
where α ¼ 0.0567, coefficient of determination R2 ¼ 0.9994. Fitting equation for (b): VarðAPAÞ ¼
α2 × E2ðAPAÞ þ 7508, where α ¼ 0.0576 and R2 ¼ 0.9974. Fitting equation for (c): EðAPAÞ ¼
0.6656 × EðAPDÞ − 190.7, R2 ¼ 0.9964. (a) and (b) show that when the particle count is sufficiently
large, both VarðAPAÞ and VarðAPDÞ follow a parabolic relationship with EðAPAÞ and EðAPDÞ, respectively.
The coefficients α for PD and PA are almost identical both due to the photon count fluctuation. (c) shows a
good linearity between EðAPAÞ and EðAPDÞ.
Fig. 4 Measurements for different photon count fluctuation coefficients. (a) For larger particle counts, the
SNRPA at sufficiently high SNRth depends only on photon count fluctuation. (b)–(d) If the particle count
is small, the SNRPA at sufficiently high SNRth depends primarily on the particle count. (b) α ¼ 0.0066.
(c) α ¼ 0.0284. (d) α ¼ 0.0587. The dots are the measurement data and the solid curves are the fitted
results based on Eq. (14).
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Fig. 5 Quantitatively measuring particle concentration from different samples with the same light fluc-
tuation. (a) The preset particle counts are 440 (purple), 220 (blue), 110 (red), 55 (green), and 27 (black).
Solid lines: theoretical fitting based on Eq. (16). (b) Measured particle count versus the preset value.
Fig. 6 Measured RBC counts under the same light fluctuation. (a) The preset particle counts are 400
(blue), 300 (red), 200 (green), and 100 (black). Solid lines: theoretical fitting based on Eq. (16).
(b) Measured particle count versus the preset value.
Fig. 7 Measurement of RBC counts in tubing covered by a living mouse ear. (a) Photo of the experi-
mental setup. (b) Close-up of the region within the red dashed box in (a), showing the blood-filled tubing
and black-tape targets covered by the living mouse ear. (c) A typical cross-sectional PA image showing
that the tubing and part of the black tape were covered by the mouse ear. (d) Measurement of PA ampli-
tude fluctuation from black tape at 40 random spots covered by the mouse ear.
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of 400, 300, 200, and 100 in the detection volume. We used
the fitted coefficient EðNpÞ to represent the counts of RBCs
and compared with the corresponding preset RBC counts
[Fig. 6(b)]. The results demonstrate that our method is flu-
ence-independent and can be used to quantitatively measure
biological samples.
3.4 Measurement of RBC Counts in the Simulated
In Vivo Case
For in vivo application, additional signal fluctuation mainly
comes from the perturbation of laser fluence by micro-flows
in the light path. To mimic the in vivo situation while maintain-
ing the flexibility of varying the RBC concentration, we covered
targets made of black tape and bovine-blood-filled tubing with
a living mouse ear, as shown in Figs. 7(a)–7(c).
We first measured the signal fluctuations from black tape,
which did not show Brownian motion. As shown in Fig. 7(d),
measurements were made at 40 random spots on the black tape.
For all the spots, the PA signal fluctuations were around 2%. As
described before, the power-based signal-to-noise ratio (SNRPA)
was used to denote the measured particle counts. Since a 2%
fluctuation corresponds to an SNRPA of 4 × 10−4, it is negli-
gible. The experimental results show that the in vivo PA signal
fluctuation due to other sources rather than Brownian motion is
insignificant.
Furthermore, we measured RBC counts in the same setup.
Figure 8(a) illustrates the measured results, with fitting curves
for three different preset RBC counts of 1080, 540, and 270 in
the detection volume. We used the fitted coefficient EðNpÞ to
represent the RBC counts. As shown in Fig. 8(b), the experi-
mental results agree with the preset RBC counts. The result
shows that our method can be used to measure RBC counts in
an in vivo mimicking situation using OR-PAM.
3.5 Measurement of RBC Counts In Vivo
To show the potential for actual in vivo applications of our
method, we performed two more demonstrations, which corre-
spond to anemia caused by blood loss and by RBC aggregation,
respectively. In each in vivo experiment on RBC count, we
maintained the laser fluence constant (see Sec. 4). In the first
demonstration, saline was injected into mouse tail vein to
mimic blood loss (blood dilution), as shown in Fig. 9(a). The
same vein was monitored to quantify the RBC count changes.
Figure 9(b) shows a PA image of the vein, where the black cross
denotes the monitoring spot. We slowly injected ∼0.03 mL
saline into the tail vein during a 3 min window. As shown in
Figs. 9(c) and 9(d), the measured RBC count was reduced by
injected saline. As soon as we stopped injection, the RBC
count quickly returned to its normal value.
In the other demonstration, to induce RBC aggregation, we
used ∼0.3 mL 3% dextran-70 solution to mix with 3 mL origi-
nal RBC solution. The diluted original and aggregated RBC sol-
utions were imaged ex vivo by a commercial microscope, as
shown in Fig. 10. The results show that we can induce RBC
aggregation successfully ex vivo and probably in vivo.
Then we performed an in vivo experiment to observe RBC
aggregation. The same dextran-70 solution was injected into a
mouse through the tail vein, and the mouse ear was used to mon-
itor the RBC aggregation, as shown in Fig. 11(a). Figure 11(b)
shows the PA image of the mouse ear, where the red cross
denotes the RBC monitoring spot. As shown in Figs. 11(c)
and 11(d), an increase of PA signal fluctuation and correspond-
ing RBC count decrease were observed about 50 min after the
dextran-70 solution injection. Based on the results of our ex vivo
experiment, we think that this decrease in RBC count was from
RBC aggregation, induced by the mixing of dextran-70 solution
with blood.
Fig. 8 RBC count measurement with the blood-filled tubing covered by a mouse ear. (a) The preset RBC
counts in the voxel were 1080 (red), 540 (green), and 270 (black). (b) Measured versus preset RBC
counts.
Fig. 9 In vivo RBC count changes in a mouse tail vein when injecting
saline. (a) Animal setup in the experiment. The imaged area was
downstream of the saline injection spot. (b) PA MAP image of part
of the tail in vivo. The large vessel in the middle is the mouse tail
vein where we injected the saline. The black cross denotes the mon-
itoring spot. (c) Time course of PA amplitude. The red dashed box
highlights a clear decrease in the PA signal mean value. (d) RBC
counts measured by our method before, during, and after saline
were injected into the tail vein.
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4 Discussion
Both the theoretical model and experimental study showed that
our method is applicable when the particle count in the detection
volume is sufficiently small such that the particle Brownian
motion dominates the PA signal fluctuation. If we can control
the photon count fluctuation coefficient within 1%, the maxi-
mum count of particles that we can measure is on the order
of 1000 (≪1∕α2). By contrast, the minimum measurable
count of particles is limited by SNRth. If the count of particles
in the detection volume is too small, noise reduces the measur-
ing accuracy significantly. Either particles with larger absorption
cross sections or greater detection volumes can reduce the mini-
mum. Based on our experimental results [Figs. 4(b)–4(d)], we
conclude that our method can measure as few as three RBCs in
the detection volume.
As shown in Sec. 3 (Fig. 5), our measured particle counts are
slightly larger than the preset absolute counts estimated based on
the detection volume of 500 μm3. This is most likely due to the
inaccurate estimation of the detection volume. We calculated the
detection volume based on the 1∕e detection sensitivity field.
However, particles not in this volume can still generate PA
signals, which will contribute to the total PA signals. If we
take those particles into account, the actual detection volume
becomes greater.
In addition, as shown in Figs. 4(a), 5(a), and 6(a), when
SNRth becomes high enough, the measured particle counts are
independent of the SNRth and laser fluence. Although we exam-
ined the complete trend in this study with varying SNRth,
a measurement with a single, high enough SNRth is sufficient
to measure the fluence-independent particle counts in the detec-
tion volume, as we have done in the in vivo experiment.
In our experiments, we chose a flowing medium for the fol-
lowing two reasons. First, we focused on measuring counts of
RBCs, which usually flow constantly in vivo. Second, using
a flowing medium can avoid potential heat accumulation and
photobleaching, which, however, can be mitigated by decreas-
ing the pulse repetition rate. For example, the heat diffusion time
is about 0.2 ms in our experiment (characteristic dimension:
5 μm; thermal diffusivity: 1.3 × 10−3 cm2∕s).5 Thus, a laser rep-
etition rate of 1 kHz causes minimal heat accumulation, which is
further reduced by blood perfusion.
Finally, we may be able to apply our method in deep tissue
imaging modalities such as acoustic resolution PAM and PA
computed tomography where fluence compensation is even
more challenging. However, compared with OR-PAM, their
greater detection volume may require even lower particle con-
centrations. Although it may be difficult to detect absolute RBC
counts, we can use our method to monitor the absolute counts of
other cells in blood, such as intact or labeled white blood cells,27
which are much sparser in the blood stream.
5 Conclusion
To the best of our knowledge, this is the first study using
PAM for fluence-independent particle count measurement by
statistically analyzing PA signals. This method has been exper-
imentally verified by using different kinds of samples, including
RBCs. We also demonstrated the feasibility of our method in the
in vivo experiment. Therefore, our method shows promise for
quantitatively measuring biological samples in vivo.
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